Summary-Cardiac implantable electronic devices (CIEDs) are widely used in current practice. Analyzing the electrocardiographic patterns of these devices and having knowledge of artifacts is crucial to appropriate CIED management. A 32-year-old female patient presented at the device clinic for a routine follow-up visit. A dual-chamber pacemaker had been implanted 12 years previously for sinus node dysfunction. An initial 12-lead electrocardiogram (ECG) prompted concern due to a cyclical pattern of multiple, rapid pacing stimulus artifacts. Device interrogation revealed normal overall pacemaker function. Turning the pace gain function of the ECG machine off failed to eliminate the artifact. On review of the past medical history, the patient was found to have a prior diagnosis of congenital central hypoventilation syndrome and pulmonary hypertension, for which she underwent insertion of a diaphragmatic pacemaker. Interrogation of the diaphragmatic pacemaker revealed that the programmed parameters correlated with the frequency of the artifact noted on the ECG. In cardiac pacing, a single stimulus artifact of sufficient threshold can enable myocardial capture. Capturing diaphragmatic pacing, however, requires a train of multiple stimuli above the threshold. Thus, an understanding of the pacing configurations of various electrical devices that can potentially interfere with CIEDs is crucial to appropriate patient management.
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C ardiac implantable electronic devices (CIEDs) are widely used in current practice. Thorough analysis of the electrocardiographic patterns of these devices and knowledge of artifacts is crucial to appropriate CIED management. Described is a case of a rare artifact detected during a routine electrocardiogram in a patient with a CIED.
CASE REPORT
A 32-year-old female patient presented at the device clinic for a routine follow-up examination. A dual-chamber pacemaker had been implanted 12 years prior for sinus node dysfunction. The results of an initial 12-lead electrocardiogram (ECG) recorded on arrival are shown in Fig. 1 . The observation of a cyclical pattern of multiple, rapid pacing stimulus artifacts prompted concern. An ECG recorded a year earlier had revealed a normal sinus rhythm and biatrial enlargement. Device interrogation in the clinic revealed normal overall pacemaker function (normal sensing, thresholds, and lead impedance). Turning the pace gain function on the ECG machine off failed to eliminate the artifact. A review of past medical history revealed a diagnosis of congenital central hypoventilation syndrome and pulmonary hypertension, for which she underwent insertion of a diaphragmatic pacemaker (Avery Biomedical Devices, Inc., Commack, NY, USA). Interrogation of the diaphragmatic pacemaker revealed programmed parameters of a pulse interval of 50 milliseconds, inspiratory time of 1.2 seconds, respiratory rate of 27 per minute, and an output of 25 pulses per inspiration, which correlated with the frequency of the artifact noted on the ECG.
DISCUSSION
A diaphragm pacing system consists of surgically implanted receivers and electrodes and an external transmitter with antennas worn directly over the implanted receivers (Fig. 2) . Each antenna is placed on the skin, centered over the receiver. The external transmitter control unit generates a stimulus pulse train, which is converted into radiofrequency energy at the antennas.
[1] Radiofrequency pulses are sent through the skin to the implanted electrodes, which then transmit the impulse to the phrenic nerve. In contrast to cardiac pacing, where a single stimulus artifact of sufficient threshold can enable myocardial capture, capturing the diaphragm requires a train of multiple stimuli above the threshold. [2] Therefore, diaphragmatic pacemakers are programmed to deliver multiple electrical pulses with each stimulus, as evidenced on the 12-lead ECG recording of the patient. Routine interventions, such as activating the low pass filter, would not limit this artifact. [3] Interaction between the 2 systems is possible, although fortunately, it was not observed in the present patient (Fig. 3) . Measures to minimize such interference include using bipolar rather than unipolar sensing parameters and adjusting the sensitivity to minimize far-field oversensing while maintaining an adequate safety margin. In extreme situations, lead repositioning may be required if these measures do not help. In addition, pacing the diaphragm at maximum output during cardiac pacemaker implantation or lead repositioning may help to assess for potential interference and determine the choice of pacing sites. 
Conclusion
An understanding of the pacing configurations of various electrical devices that can potentially interfere with CIEDs is crucial to providing appropriate patient management.
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